APPENDIX L
LIE REVEBSE TESTING MACHINE

THIS machine is designed to carry out accurate bend tests,
on all classes of wire, metal strips and sheet. The machine
consists of an oval base plate which can conveniently be fixed
to any kind of bench. Mounted on the base plate is a platform,
which is rotated around a central pin by means of a handle.
The platform carries, immediately over the pivot, a die box,
into which dies, with corners of varying radii, can easily be fitted.
The other dimensions of the dies are such as allow all of them
to fit the same box.

The specimen to be tested is held by a vice at each end, one
vice being fixed to the base plate, whilst the other is attached
to the rotating platform. The conspicuous advantage of this
type of machine is that, in virtue of the test piece being fixed
by the two vices, it is bound to follow the profile of the die which
carries the corner of the specified radius round which the steel
is to be bent, thus avoiding the possibility of the strip kinking
over a sharper radius than is intended (see Figs. 115 and 116).
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